a 
o O 
A pay SS 


A Lifesaver Device 
for Continuous 
Health Monitoring 


Introducing a revolutionary device that is poised to transform the way 
we approach personal health and wellness. This cutting-edge 
smartwatch is designed to be a lifesaver, continuously monitoring a 
comprehensive range of vital parameters to provide users with 
unprecedented insights into their overall well-being. 
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Blood Glucose 


Advanced micro-needle 
technology allows for 
seamless and painless 
continuous glucose 
monitoring, empowering 
users to stay on top of 
their blood sugar levels. 


Blood Oxygen 


Continuous blood oxygen saturation 
monitoring helps identify any potential 
respiratory or circulatory issues, 
empowering users to take immediate 


action. 


Vital Parameters Tracked 


Pulse 


Accurate and real-time 
pulse monitoring 
enables the detection of 
any irregularities or 
changes in heart rate, a 
crucial indicator of 
overall cardiovascular 
health. 


5 Temperature 


Respiration 


Tracking respiratory 
patterns can provide 
valuable insights into 
lung function and overall 
respiratory health, 
allowing for proactive 
monitoring and 
intervention. 


Monitoring body temperature can be a 
valuable tool in detecting the onset of 


illnesses or other health concerns, 


enabling timely interventions. 
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Advanced Micro Needle 
Technology for Glucose 
Monitoring 


] =- Minimally Invasive 


The device utilizes a matrix of ultra-fine micro-needles that are virtually 
painless, ensuring a comfortable and seamless glucose monitoring 
experience for the user. 


2 Continuous Tracking 


These micro-needles continuously sample interstitial fluid from dermis 
layer of skin, providing real-time and accurate glucose readings without 
the need for painful finger pricks or bulky equipment. 


| 3 Intelligent Algorithms 


Advanced algorithms analyze the glucose data, providing users with 
personalized insights and trend analysis to help manage their condition 
effectively. 
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Fall Detection and Arrhythmia 


Identification 


Fall Detection 


Equipped with sophisticated motion 
sensors, the device can detect sudden falls 
or changes in movement patterns, 
automatically triggering emergency alerts 
and facilitating timely assistance for the 
user. 


Personalized Alerts 


The device can be customized to the user's 
specific health needs, providing 
personalized alerts and notifications to 
ensure timely intervention and optimal 
management of any detected health 
concerns. 


Arrhythmia Identification 


The device's advanced cardiac monitoring 
capabilities can detect any irregularities or 
abnormalities in the user's heart rhythm, 
enabling early identification of potentially 
serious conditions like arrhythmia or 
dysrhythmia. 


Emergency Response 


In the event of a detected fall or serious 
health incident, the device can 
automatically trigger emergency alerts, 
contact pre-designated contacts, and even 
call for emergency assistance, ensuring the 
user's Safety and well-being. 


@ Made with Gamma 


Personalized Continuous Health 


Analysis 


Comprehensive Data 
Tracking 


The device seamlessly 
integrates with the user's 
electronic health record, 
continuously collecting and 
aggregating a wide range of 
health data points to provide 
a holistic view of their overall 
well-being. 


Intelligent Data 
Analysis 


Advanced algorithms and 
machine learning models 
analyze the collected data, 
identifying patterns, trends, 
and potential health 
concerns, enabling 
personalized insights and 
proactive interventions. 


Personalized 
Feedback 


The device provides users 
with tailored 
recommendations, wellness 
tips, and lifestyle guidance 
based on their individual 
health profiles, empowering 
them to take an active role in 
managing their health and 
well-being. 
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Targeted for the Vulnerable 


[e] 
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Elderly 
Designed with the unique 
needs of the elderly in mind, 
this device provides a 
comprehensive solution for 
continuous health monitoring, 
fall detection, and emergency 
response, offering peace of 
mind for both users and their 
loved ones. 
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Seizure Patients 


For individuals living with 
seizure disorders, the device's 
advanced monitoring 
capabilities can quickly detect 
and alert caregivers to any 
abnormal neurological 
patterns, enabling timely 
intervention and improved 


management of the condition. 
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Those Living Alone 

For people living 
independently, this device 
serves as a reliable and 
personalized health 
companion, providing 
continuous monitoring, 
emergency assistance, and the 
ability to quickly connect with 
loved ones or healthcare 
providers when needed. 
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Designed for Convenience and Safety 


Stylish Watch Design 


The device features a sleek 
and modern watch design, 
seamlessly integrating 
advanced health monitoring 
capabilities into a discreet 
and comfortable wearable. 
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Wireless Charging 


The included wireless 
charging cable ensures the 
device is always powered 
and ready to provide 
continuous health 
monitoring, without the 
need for frequent battery 
replacements. 
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SOS Station 


In the event of an 
emergency, the device can 
be easily connected toa 
dedicated SOS station, 
allowing users to quickly call 
for help and ensure their 
safety and well-being. 
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Revolutionizing Personal Health 
Monitoring 


This revolutionary device is poised to transform the way we approach personal health and wellness. 


By seamlessly integrating advanced micro-needle technology, comprehensive vital parameter 
monitoring, and intelligent data analysis, it offers users unprecedented insights and control over 
their overall well-being. Designed with the unique needs of the elderly, seizure patients, and those 
living independently in mind, this device serves as a lifesaver, providing peace of mind, timely 
interventions, and the ability to maintain an active, healthy, and connected lifestyle. As a 
testament to its groundbreaking capabilities, this device is set to redefine the standards of 
personal health monitoring, ushering in a new era of proactive and personalized healthcare 
solutions. 
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